The main obstacle in antimycobacterial discovery is the extremely slow growth rates of pathogenic mycobacteria that lead to the long incubation times needed in antimycobacterial screening. Some in vitro testings has been developed and are currently available for antimycobacterial screening. The aim of the study was to compare Resazurin Microplate Assay (REMA) and Crystal Violet Decolorization Assay (CVDA) for testing mycobacteria susceptibility to isoniazid and rifampicin as well as for antimycobacterial screening of natural products (NP). Mycobacterium tuberculosis strain H37Rv and Mycobacterium smegmatis strain mc2 155 were used as tested mycobacteria. Serial two-fold dilutions from 0.0625 to 1.0 μg/mL for the isoniazid and rifampicin and from 6.25 to 100.0 μg/mL for the NP A and B were prepared. Tested mycobacteria were then incubated with tested drugs or NPs in each growth medium at 37 C for 7 days for M. tuberculosis and 3 days for M. smegmatis. MIC values against M. tuberculosis were interpreted 24-48 h after adding resazurin or at least 72 h after adding crystal violet, whereas MIC values against M. smegmatis were interpreted 1 h after adding resazurin or 24 h after adding crystal violet.
Introduction
Although the global tuberculosis (TB) incidence rate slowly declined in the last decade, TB remains a major health problem worldwide (WHO, 2017) . Several major problems are associated with the currently available TB treatment including the duration and complexity of treatment protocols which lead to lack of patient adherence, the emergence of adverse drug reactions and the increasing incidence of multidrug-resistant (MDR) and extensively drug-resistant (XDR) TB (Laurenzi et al., 2007; Boogaard et al., 2009 ). To overcome the problems in TB treatment, new antimycobacterial agents that are more effective, faster-acting, safe, easier to use, tolerable and accessible are urgently needed (Mdluli et al., 2015; Kumar et al., 2017) . Unfortunately, the interest in new antimycobacterial discovery and development is very limited.
The major obstacle in antimycobacterial discovery is the extremely slow growth rates of pathogenic mycobacteria that lead to the long incubation times needed in antimycobacterial screening (Sharma et al., 2014) . Additionally, the nature of the lipid-rich cell walls makes single cell culture and homogenous growth of this organism difficult to obtain (Kumar et al., 2017) . Drug susceptibility testing (DST) using egg or agar-based media continues to be the standard method for evaluating the activity of antimycobacterial compounds. However, this method is very labor-intensive and time-consuming, requiring up to two months obtaining the results. Moreover, the results are only qualitative, not quantitative (Sirgel et al., 2008) .
In the early stage of antimycobacterial discovery, accurate, rapid, and affordable methods in DST play an important role in the determination of minimal inhibitory concentration (MIC) or minimal bactericidal concentration (MBC) during the process of screening, prioritizing, and optimizing of a compound series (Klingeren et al., 2007; Wells et al., 2013) . Some in vitro methods have been developed and are currently available for monitoring viable mycobacteria and antimycobacterial screening. Resazurin-based microplate assay (REMA) is a new method using the colorimetric indicator resazurin for rapid drug resistance detection in M. tuberculosis (Palomino et al., 2007) . Resazurin is a redox indicator dye that is reduced to resofurin by metabolically viable cells. A positive direct correlation between the resazurin reduction in the growth medium and mycobacteria proliferation is reported. The resazurin is blue in color when it is in an oxidized state and turns pink when reduced by viable mycobacteria. The REMA has been used successfully for determination of MIC (Schon et al., 2017; Webster et al., 2010) . However, the resazurin availability as the main active ingredient of the method is limited in developing countries due to not being routinely used. Another new colorimetric method, crystal violet decolorization assay (CVDA), has been developed to solve the limited availability of resazurin. The crystal violet dye is inexpensive and is commonly used for Gram staining in clinical microbiology laboratories. Therefore, it can be easily obtained in many laboratories (Coban, 2014) .
Studies on the comparison of REMA and CVDA methods have been carried out previously for detection of M. tuberculosis resistance to primary drugs isoniazid and rifampicin. The results showed that both methods have the same sensitivity and specificity (Coban et al., 2015) . However, comparison of both methods for DST anti M. smegmatis has never been conducted, yet. In this study we compared REMA and CVDA for testing mycobacteria susceptibility to isoniazid and rifampicin as well as for antimycobacterial screening of natural products. M. tuberculosis and M. smegmatis were used as tested mycobacteria in this study. M. tuberculosis is pathogenic and a slow growth mycobacteria (SGM). In contrast, M. smegmatis is non-pathogenic and a rapid growth mycobacteria (RGM), however it can cause infection in an immunocompromised person. Moreover, these mycobacteria are naturally highly resistant to antimicrobials (Brown-Elliott et al., 2012; Ingen et al., 2012) .
Materials and methods

Tested mycobacteria
Standard reference strains used for DST were M. tuberculosis H37Rv (ATCC 27294) obtained from the Department of Microbiology, Faculty of Medicine, Public Health and Nursing, Universitas Gadjah Mada, Yogyakarta and M. smegmatis mc2 155 (ATCC 700084) obtained from Research Center for Biotechnology, Indonesia Institute of Sciences, Bogor.
Drug stocks and indicator color reagents
Pure isoniazid and rifampicin powder (Sigma Aldrich ref I3377 and R3501) were dissolved in methanol (Merck). Drug stocks solutions were aseptically prepared at concentrations of 4.0 μg/mL. The natural product used was actinomycetes extract that was dissolved in 5% DMSO, and aseptically prepared at concentration 400 μg/mL. The final test concentrations used were obtained by serial two-fold dilutions from 0.0625 to 1.0 μg/mL for the isoniazid and rifampicin, and from 6.25 to 100.0 μg/ mL for the natural product.
Resazurin sodium salt (Sigma Aldrich ref R7017) solution was prepared at 0.01-0.02 g/100 mL in distilled water (Martin et al., 2011) and stock solution of crystal violet (Merck ref CI 42555) was prepared at 0.0025 g/100 mL with sterile distilled water (Coban et al., 2016a (Martin et al., 2011) . Whereas M. smegmatis was cultured using Mueller Hinton Agar with the age of isolates used for DST was 2-3 d (Silva et al., 2009 Hatakeyama et al., 2017).
Preparation of standardized inoculum
Mycobacterium tuberculosis inoculum preparation
The suspensions of Mycobacterium tuberculosis for the REMA and CVDA were prepared from 21 to 28-day-old Lowenstein-Jensen (LJ) subcultures. Using a sterile loop, M. tuberculosis colonies were transferred to a tube containing 3-5 glass beads in 3 drops 3% tween. Clumps were disrupted by vortexing for 60 s in the presence of the beads and the suspension was allowed to sediment for 15 min. Part of the supernatant was transferred to a new tube. The suspension was adjusted to a turbidity equivalent to that of a 1.0 McFarland standard and the suspension was diluted 1:10 in M7H9S broth supplemented with 10% OADC (Martin et al., 2011; Schena et al., 2016) .
Mycobacterium smegmatis inoculum preparation
For M. smegmatis, bacterial inoculums were adjusted with sterile distilled water to a 1 McFarland standard with an organism density of approximately 3 Â 10 8 colony forming units (CFU)/mL, then the suspension was diluted with MH broth to make a 1 : 300 bacterial dilution (1 Â 10 6 CFU/mL) (Pang et al., 2015) .
Resazurin and crystal violet assay
One-hundred μL of suspension of mycobacteria were used as inoculum per well and 100 μL of serial 2-fold dilutions of drug and extract working solution were added to each well of a sterile, polystyrene 96-well flat-bottom plate (Iwaki). A drug free growth control and a mycobacteria-free sterility control of the medium were included in each plate. Two-hundred μL of sterile water were added to all outer perimeter wells to avoid evaporation during incubation. Plates were then covered with self-adhesive membranes and incubated at 37 C. For M. tuberculosis DST, the assay was stained by adding 30 μL of a freshly prepared solution of resazurin 0.01 g/100 mL (Sigma-Aldrich) aquadest after 7 d incubation. The plates were re-incubated for an additional 24-72 h at 37 C. For the M. smegmatis DST, the assay was stained by adding resazurin after 2-3 d incubation, and were re-incubated for an additional 0.5-24 h at 37 C.
A change in color from blue (oxidized state) to pink (reduced state) indicated growth of the bacteria. The MIC was defined as the lowest concentration of drug that prevented this change in color. Result was interpreted when there was a color change to pink in drug free control mycobacteria growth (Martin et al., 2011) .
For CVDA 100 μL of bacterial suspension were inoculated into each well. One-hundred μL of serial 2-fold dilutions of drugs and extracts working solution were added to each well of a sterile, polystyrene 96-well flat-bottom plate (Iwaki). For M. tuberculosis DST, the assay was stained by adding 25 μL of a freshly prepared solution of crystal violet 25 mg/L (Merck) aquadest after 7 d incubation. The plates were reincubated for an additional 24-120 h at 37 C. For the M. smegmatis DST, the assay was stained by adding crystal violet after 2-3 d incubation, and were re-incubated for an additional 0.5-24 h at 37 C. The incubation was then continued until decolorized of crystal violet in the drug free control mycobacteria growth well. MIC was defined as the lowest drug concentration without decolorization. If the MIC value exceeds the susceptibility breakpoint value, the isolate was considered to be resistant to that tested antibiotics. Susceptibility breakpoints values were 0.125 and 0.5 mg/L for isoniazid and rifampicin, respectively (Coban et al., 2016b ).
Ensuring absence of contamination
Although having the benefit of a shorter duration of test, REMA and CVDA are prone to contamination when opening the microplate lid for the addition of resazurin or crystal violet (Bwanga et al., 2010) . Contaminants such as other bacteria, mold, and yeast can be present due to non-aseptically performed work (Ryan, 2002; Bykowski and Stevenson, 2008) . The presence of a negative control was used to detect any contaminants. Contamination with non-tuberculosis bacteria or RGM in performing anti M. tuberculosis in this research was confirmed by performing an LJ-PNB test followed by a niacin test.
Inoculum for the LJ-PNB test was prepared from suspension series of anti M. tuberculosis DST, either from the REMA and CVDA methods. The inoculum was first incubated for 7 days at 37 C, before being used for the LJ-PNB test. Ten microliter suspension of each well in the dilution serial anti M. tuberculosis DST was inoculated into LJ medium with or without PNB (para-nitrobenzoic acid). The PNB concentration in LJ-PNB medium was 500 μg/mL. The LJ medium with or without PNB tubes then incubated into an incubator at 37 C. Reading of the LJ tubes was started on day 12 after incubation and then followed with reading after incubated at 37 C for 28 d and finally for 42 d. The results for the LJ-PNB test confirmed there was no contamination by NTM strains because there was no growth on the PNB containing tube (Affolabi et al., 2013; Giampaglia et al., 2007; Grange et al., 1996) . For the niacin test, the strain growth in PNB free LJ medium was punctured with a loop several times thus allowing niacin to accumulate in the medium. One mL of sterile distilled water was added to the PNB free LJ medium and the tube cap was tightened. The tube was laid horizontally, so that the fluid was in contact with the entire surface of the medium. The tilted tube was then kept for up to 30 min at 37 C. About 0.5 mL of the fluid was transferred to the sterile screw cap test tube. A niacin reagent strip was inserted in the tube with marked end at the top. The tube was immediately closed tightly and incubated for 15-20 min at 37 C with occasional side-to-side shaking to mix the fluid with the reagent strip on the bottom of the strip. The test result was considered positive M. tuberculosis if the yellow color of the liquid appeared (Palomino et al., 2007) .
Results
The REMA was faster than the CVDA for testing mycobacteria susceptibility to antimycobacterial drugs and for antimycobacterial screening of natural products against M. tuberculosis H37Rv and M. smegmatis mc2 155 strains (Table 1) . Moreover, the REMA was more sensitive than the CVDA in DST of rifampicin and NP B against M. smegmatis, as demonstrated by the lower MIC values obtained by the REMA.
The determination of the MIC value using the REMA or the CVDA method is based on the change of color indicator resulting from interaction between indicators with the growing test bacteria. The REMA method produces color indicator change from blue to pink purple if there is growth of mycobacteria, while the CVDA produces decolorization changes in blue color to colorless. The changes in the color from blue to pink purple can be more easily observed, so the process of interpretation of the MIC value is easier to do. An example of the color indicator change in the CVDA method can be seen from Figs. 1A and 2A, while the REMA method can be seen from Figs. 1B and 2B.
Discussion
DST of M. tuberculosis
REMA is one method that can be used for drug susceptibility testing (DST) against M. tuberculosis. It is an inexpensive, easy, and fast method compared to the standard proportion method using Lowenstein Jensen medium. Moreover, REMA is also cheaper and easier compared to the direct method such as BACTEC MGIT 960 due to not needing specific equipment (Campanerut et al., 2011) . However, the availability of resazurin as the main active ingredient of the method is a problem in developing countries. Resazurin is not routinely used although a high-number of TB cases are occurring in these countries (Parsons et al., 2011) . A new method, crystal violet decolorization assay (CVDA), has been developed to answer the problem of resazurin availability required as a reliable color indicator (Coban, 2014) .
REMA is a fast and reliable method for DST, and in the case of M. tuberculosis, it is possible to obtain the results with an incubation of, at least, eight days. This method is recommended by the WHO for M. tuberculosis DST, although the results obtained take 8-16 d which can slow down the handling of patients infected by resistant TB. A modification of this classic REMA has been conducted to simplify procedures and enable more rapid results. However, this modification reduced its specificity (Katawera et al., 2014) .
The time needed for interpretation of DST results was 8 d or 24 h after administration of resazurin for the sensitivity detection of isoniazid, rifampicin, or pyrazinamide using standard M. tuberculosis H37Rv strain (Campanerut et al., 2011) . Other researchers reported that interpretation of results using REMA can be observed in 10 d or 72 h after resazurin was added (Hillemann et al., 2007) , or on average 8-14 d (Dixit et al., 2012) . In this study, the optimal time for reading interpretations of MIC values was 24 h after resazurin administration or 24 h after re-incubation. Resazurin was given after 7 d of incubation treatment at 37 C. However, some replication resulted in differences in the interpretation time of reading MIC values. One replication resulted in a reading of MIC values 24 h after re-incubation, but the administration of resazurin was done after the incubation treatment for 6 d at 37 C. Other replications resulted in readings 48 h after re-incubation, when administration of resazurin was done after incubation treatment for 7 d at 37 C. The test protocol referred to in this study suggested adding resazurin after 5-7 d of incubation at 37 C and interpretation of MIC values after re-incubation for 24-48 h at 37 C (Martin et al., 2011) .
The time needed for interpretation of MIC values with the CVDA method (14 d) was longer than the REMA method (8 d) using M. tuberculosis H37Rv standard strain. However, if using clinical isolates, the time needed was 8-10 d by CVDA method (Coban et al., 2016a) . In this study, shorten in the time needed for interpretation (10 d) was observed using standard M. tuberculosis H37Rv strain compared to previous studies. We tried to optimize the speed of the time needed for interpretation by adding crystal violet after 6 d of incubation at 37 C, but the results remain observed on day 10. In this study, MIC values of rifampicin, isoniazid, or natural products can be interpreted using both REMA and CVDA methods. The MIC values of rifampicin, isoniazid, and natural products interpreted using the REMA method were the same as those value obtained using the CVDA method (Table 1) . These results are in accordance with the study conducted by Coban et al. (2015) , who reported that REMA has the same values as CVDA, in terms of specificity, sensitivity, positive predictive value, and negative predictive value on susceptibility testing of isoniazid and rifampicin.
The DST using REMA or CVDA method is considered impractical and prone to contamination because it involves opening the lid of the microplate for the resazurin or crystal violet addition (Bwanga et al., 2010). Therefore, in this study confirmation of contamination of non-tuberculosis mycobacteria or specifically RGM was conducted using LJ-PNB and niacin testing. Contamination can produce bias results in DST using REMA. The REMA method is considered to be less specific because resazurin can be reduced by all active bacterial cells to resorufin, so when contamination occurred negative results are produced (Elshikh et al., 2016) . REMA is reported can be used as growth indicator of several microorganism like B. subtilis (Balouiri et al., 2016) , N. Gonorrhoeae (Foerster et al., 2017) , Chlamydia trachomatis (Osaka and Hefty, 2013) , S. aureus and E. faecalis (March-Rosello et al., 2015) , Klebsiella pneumonia (Kim and Jang, 2017) , Nocardia spp (Zhao et al., 2017) , and Paracoccidioides (Oliveira et al., 2013) . In yeasts, growth indicator results can be achieved with an incubation up to 48 h (Pfalleri and Barry, 1996; To and Fothergill, 1995) . Resazurin, in a period of time ranged from 24 to 53 h, is also can be used to determine the cytotoxicity of different drugs against parasites, such as Leishmania spp. and Trypanosoma cruzi (Mikus and U, 2000; Rol on et al., 2006) . Meanwhile, the CVDA method is considered more specific for antimycobacterial DST. Crystal violet can inhibit bacterial growth both negative and positive bacteria, as well as candida (Fung and Miller, 1973; Maley and Arbiser, 2015) . Only mycobacteria have been reported resistant to crystal violet. Mycobacteria are classified acid fast Gram-positive, but typically do not retain the crystal violet stain (Reynolds et al., 2009) . It is because mycobacteria can absorb crystal violet into lipid cell fractions which causes decolorization of crystal violet (Jones and Falkinham, 2003; Coban, 2014) .
DST of M. smegmatis
The M. smegmatis has advantages for new drug screening compared to M. tuberculosis such as faster regeneration time and less risk of contamination for laboratory workers (Altaf et al., 2010; Reyrat and Kahn, 2001 ). In the DST using M. smegmatis, it is well known that the variation of the time of resazurin addition has an effect on the interpretation of MIC values. In some studies, variation at the time resazurin addition was applied, starting from early resazurin addition along with the inoculum and the drug tested until resazurin addition after incubation of the inoculum for 24-72 h. The early resazurin addition did not affect the interpretation of MIC values. Moreover, it eliminated contaminants due to not opening the microplate. The early resazurin addition was also faster for the interpretation of MIC values than the standard turbidity method recommended by CLSI in which resazurin addition is conducted after 72 h of incubation (Castilho et al., 2015) . In this study, the resazurin or crystal violet addition after 2 d of incubation have the same result in terms of the time needed to interpret MIC values, when compared to the indicator addition after 3 d of incubation assays. The REMA method reaches results for the interpretation after 1 h addition of resazurin, and the CVDA method after 24 h addition of crystal violet, in either 2 and 3 d incubation assays. However, there are differences in the MIC values between 2 and 3 d incubation screening. For the 3 d incubation assays (Table 1) , it can be concluded that the CVDA method resulted in greater MIC values than the REMA method for rifampicin and NP B. However, if the test is done for 2 d, both CVDA and REMA methods produce the same MIC value for all drugs and NP test.
Lower MIC value was obtained for the NP B, which was 50 μg/mL compared to 100 or >100 μg/mL in REMA and CVDA 3 d assays, respectively. For rifampicin, although MIC value on 3 d incubation of the CVDA method was higher than the REMA method, the value was still below the resistant breakpoint value of rifampicin.
From our study, M. smegmatis was considered to be resistant to isoniazid as reported by Li et al. (2013) who tested nontuberculous mycobacteria (NTM) strains using Microplate Alamar Blue Assay (MABA). All NTM strains (12 RGM and 12 SGM) were reported resistant to isoniazid. In addition, the time needed to obtain the interpretation of MIC values was 6 days. It was also reported DST for RGM using MHB could be used with the interpretation of MIC values obtained on day 5 as seen from turbidity. Ramis et al. (2015) reported that the use of resazurin indicators either in MHB or M7H9 media can accelerate the interpretation of MIC values which was only in 1-3 days. Based on the results in this study, we recommend conducting an anti M. smegmatis DST using CVDA and REMA methods for both 2 and 3 d assays.
Conclusion
In conclusion, REMA is faster than CVDA for DST of rifampicin, isoniazid and natural products against M. tuberculosis and M. smegmatis. REMA is also easier than CVDA in the interpretation of MIC values due to easier interpretation of changes in color indicator. However, CVDA has a greater MIC value than REMA in DST against M. smegmatis. Therefore, REMA and CVDA can be used for DST of antimycobacterial against M. tuberculosis and M. smegmatis. Both methods are safe from contaminants, when used in a standard and aseptic laboratory.
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